We are developing a high specflcity technique for detecting the increased metabolic rate of breast tumours. 
INTRODUCTION
Current mammographic methods are unreliable in differentiating benign from malignant breast tumours, particularly in clinically cxcult lesions. Screening mammography has increased the number of Stage I k 2 cm) cancers found through early detection [ l ] . Early detection of cancer leads to a reduction in mortality, as tumour size correlates with the probability of metastasis at the time of diagnosis [ I]. Unfonunately, the specificity of mammography is limited for nonpalpable cancers. As a result 70 to 90% of excisional biopsies performed on non-palpable tumours m found to be benign (21. Unnecessary biopsies are economically and psychologically burdensome. and may also cause scarring which renders interpretation of subsequent mammographic follow-up more difficult. The above considerations highlight the need for a highly specific imaging modality as an alternative to biopsy for non-palpable breast tumours.
There is also a need for a cancer detection technique that is more sensitive than m'ammography. Nine percent of breast cancers detected by physical examination in thc Breast Cancer Detection Demonstration Project were not detectable with mammography. The sensitivity of mammography is particularly limited in women with dense breasts or multiple diffuse microcalcifications, or who have had prior diagnostic interventions (i.e.. biopsy, subtotal mastectomy, or radiotherapy) [ 31.
Improved detection of multi-focality would allow better determination as to which patients are candidates for breast conserving surgery. Multi-focal disease in patients with nonpalpable cancers is common (44-60%). In many patients with multi-focal disease, mammography often shows one focus [4].
Improved description of tumour margin prior to surgery would aid the surgeon in the decision about the volume and region of tissue to be resected. Better assessment as to whether residual tumour is present after surgery could reduce the incidence of inadequate local resection, which is believed to lead to local recurrence rate of approximately ten percent [SI.
PET has been used to detect breast cancer16.7,8,9], hut is not generally employed because of the cos1 and availability when compared to mammography. A prototype PEM scanner is presently being built at the Montreal Neurological Institute. We will present its design concepts, and Monte Carlo simulations of both n o d and what we think will be "typical" pathological images from the prototype instrument.
III. MATERIALS AND METHODS

A. Detector Configuration
The PEM detectors are designed to fit into a conventional mammography unit. One fits between the X-ray tube and the upper compression plate, the second fits inside the magnification cone which is used in magnification mammography. Figure 1 shows the light-tight box which houses one detector mounted in a Philips Mammo Diagnost-UC.
Photo-multipliers
The shape and size of the detectors is determined from the choice of H a " u R3941-5 position sensitive photomultipliers (PS-PMTs). These have front surface area of 7.5 x 7.5 cm and a useful field of view of about 6.5 x 5.5 cm. This is about the same area as a CCD mammography system. identification of crystals outside the anode mesh area. We are working on a technique to extend the field of view.
Crystal Cutting
We 
B. Data Aquifition System
The PS-PMTs have a signal connection to the last dynode which provides a fast trigger point from which the time of each event can be determined. A buffer amplifier has been designed to amplify this signal for input to a constant fraction discriminator (CFD). The PS-PMT has buffer amplifiers connected to each end of a resistor ladder. The anode wires are connected to nodes of the ladder network. Five metre long cables take the five analog signals (X,, X,, Y,, Y,, and D,3 from each PMT separately and connect them to the signal processing module (SPM). The SPM produces scaled (X, -X,), (Y, -Y,) and (X, + X, + Y, + YB) signals which are input to three channels of the ADC. The dynode signal is further amplified and input to a CFD. This produces a MM timing pulse which is fed to one input of the coincidence circuit (CC). The CC, which can also register single events for calibration purp~ses, has an aperture of 1-10 nsec. A valid coincidence triggers a mono-stable which fires at the peak of the energy and position signals. This strobes the ADC. The dynode amplifier, SPM and CC were designed for this project, and the SPM and CC are housed in dual NIM modules.
Signal and Coincidence Processing
ADC Triggering a d Data Storage
We use a Jonvay [Jorway Corp., Westbury, NYI Aurora-14 CAMAC transient digitizer to acquire tbe two sets of energy and position signals. This unit is triggered only after a valid coincidence, and at the peak of the energy si@. The ADC has a 1 p sec dead h e for a 12 bit conversion, and an internal memory of 128 k-worddchannel. This memory is read out via a Jorway #73A SCSI interface to the host computer, currently a VAXstation W/60. The software polls the ADC at intervals related to the past count-rate and reads Out the ADC memory in buffers which are multiples of 1024 events. 
C. Image Formation and Display
Three interdependent tasks acquire, transform and provide a real-time display of the PEM images. The first and second modules use a shared memory region and pass messages using V M S mailboxes, The second and third use a shared image memory region and also use mailboxes for synchronization.
Data Compression and Storage Module
This module takes the 12 bit ADC words from the input buffers and converts them to bytes, reformatting the matrix so that the six bytes associated with each event are in contiguous memory locations. This output buffer is saved as a list-mode file. This buffer is shared with image formation module. This module also has the patient identification and file setup screens, and is controlled by the keyboard during acquisition.
This module F i t identifies the X and Y coordinates of both rays as k i n g associated with a unique crystal in either the top or bottom layer. If its energy is above the threshold, the event is back-projected into seven image planes. The number added to each image array depends on 1) each crystal's relative efficiency, 2) a weighting factor which is the reciprocal of the detection probability (RDP) of an event at that location in that plane being detected. One location in each of the seven image planes is augmented when each coincidence occurs. The weighting function ensures that a uniform activity concentration produces a uniform image, even though the efficiency is much greater in the centfe of the field of view.
Image Formation Module
Image Display Module
This module outputs to an X-windows color display window set up as 14 128 x 128 matrices, seven across and two down the screen. During acquisition one row is being updated each time the input buffer fills. The display contrast can be adjusted with the mouse during acquisition. The input can be re-directed from one row to another see how the image is changing with time. The appearance is similar to the simulation results in figures 4 and 5.
Weigh-
Backprajectioa for Image Uniformity
The dimensions of the detectors are 2X by 2Y and their effective septim is 22. A positron annihiMon at x, y, z produces two gamma rays which make an angle a with the z axis projected on the x, z plane, and with the z axis j w e jected on the y, z plane. The probability, P(x,y,z,X,Y,Z) of an annihilation at x,y,z being detected is given by:
where T is tbe W k n e s s of the crystal, D is the thickness of the breast section and q and are defined as:
The image is formed on seven planes by adding the recipcal of the deaxion probabiiity RUP(x3y,z,X,Y,Z) given in eqwion 1. Note that -is independent of fhe angle of the iedividual gamma ray pair with respect to the detectors, and can rhus be t a b u l a w for b k -u p during display. The detectors are fixed size, and ooly their separation will change from study to W y . Tbe probability distributh for a detecto~ separation of 50-wm is pictured in figure 2 for the cenaal plane and for a jdme 21 mm from the centre of the fEM.
5. PEM Image c-t The image contrast in PEM will be less than in conventional PET since no filtering is done 10 
D. Simulated PEM Images
Simulations of the noise-effective count-rate and efficiency have been presented elsewhere [l2] . In order to test the image formation module, we modified the PETSIM [13] analysis module to provide images of the source and PEM output images. PETSIM retains the positron's spatial coordinates, and provides the centroid of all interactions within an active crystal detector. The X and Y coordinates in the plane nearest the annihilation are augmented by the RDP (,,,p) . These images are like auto-radiographs made by sandwiching a film between two sections of the breast each of which is half the slice thickness. Two other image sets are also produced. Into one of these sets both true and scattered events are back-projected and the X and Y coordinates of the intersection point of the LOR and
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background ratio. The contrasi is sei lo ihe rniniinurn valluc.
~ ~~~ Figure 4 Two minute PEM scan of normal breast 40 minutes after injecting 2 rnCi FDG. The seven images across the figure represent seetioils through the breast 7 tntn apart. each plane are augmented by the RDP at that point. This is what we expect PEM images to look like. The final image set shows the result of back-projecting only the unscattered rays.
Examples of Simulated PEM Scans
We simulated a breast section compressed to 5 cm thick, as a box 7 x 10 cm in the plane of the detector modules. The first simulation is for a uniform activity distribution corresponding to a "normal" PEM scan. The second scan has three "hot" cylindrical lesions which are 10 times the activity concentration of background. This tumour to background ration is about what has been reported in previous PET studies in post-menopausal womenl6J The lesion range in size from 6 to 10 mm in diameter and together represent less than 0.5% of the total breast volume. In each case the imaging time corresponds to a 2 minute scan 40 minutes after the injection of 2 mCi of FDG. The simulations include the effects of positron range for F, the non-collinearity of the two gamma rays, and the effects of blumng due to multiple interactions within the detector block. The crystal density is 87.5% of that of solid BGO due to the groves which separate the crystal segments.
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IV. RESULTS
The results of the simulations are shown in figures 3, and 4. The "normal" scans show relatively little noise in a 2-minute equivalent scan. The abnormal scan has three cylindrical lesions, one on the left side in the central plane 1 cm in diameter and 3 cm long. A second, 0.8 cm diameter and 1 cm long, is in the lowest (right-most in the figure) plane. A third, 0.6 cm diameter and 1 cm long is in top-right quadrant of the central plarie. The abnormal scan shows all tliree abnormalities in spite of the fact that these occupy less than 0.5% of the imaged volume. The conUast is much higher, and the events are better localized in the "auto-radiographic image" in the of Ultra-Tec on the use of the diamond saw. and Tim Radway of Jonvay on the programmirig of Ihe data acquisition system. Mike Mama, Bing Wang and Ray Clancy assisted with the construction and testing of the NIM modules.
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bottom row of figure 4. This is to be expected since PEM image conrrast is reduced according to equation 4. These images are presented with the imaging window "wide open". If a narrower imaging window is used the perceived contrast improves substantially. The apparent contrast of each hot spot is sufficient to localize each lesion to a unique plane.
V.
DISCUSSION PEM is expected to be used in place of needle or surgical biopsy. Both FDG and C-11 Methionine have been shown to be highly specific markers for brea5t tumours. For PEM to replace biopsy as a diagnostic technique extensive clinical trials are required to evaluate its diagnostic specificity. At the present time all the detection electronics is functional, and we are starting to cut the crystals. Much work is required to evaluate the system resolution and efficiency before it is acceptable for human use.
The imaging performance obtained in the Monte Carlo simulations shows that diagnostic quality images should be obtained in reasonable imaging times. The two minute scans presented here are far longer than the X-ray exposure in mammography, but the compression is much less too. The expected contrast will depend on the subject's age, as the fatty tissue remaining in post-menopausal women's breast is no longer a substrate for glucose metabolism. This will increase the contrast substantially. However in younger patients, with dense breasts, the contrast will be reduced. The ability to digitally enhance the contrast by windowing the display. during acquisition should allow the imaging time to be optimized for patient comfort and diagnostic utility.
The possibility of filtering the images to enhance the contrast along the inter-detector axis will be addressed alter the basic system is functional.
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CONCLUSION
9. We have presented at new technique which has very g a d potential for diagnosing breast cancer. The possibility of acquiring co-registered melabolic and radio-graphic images of
